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Introduction 
During time-consuming surgical procedures the load applied on patient’s skin-tissue is an important factor for develop-
ing decubitus ulcer. This may due to a forgotten wire or wrinkled bed sheet beneath the patient, leading to localized 
high pressure, and, depending on the duration, enhancing the risk of suffering from decubitus [1]. For being able to de-
tect the localized load, usually a high resolving pressure sensor array is necessary.  
Goal of this project is the proof of simple low resolution alarm sensor concept, capable to detect a localized overload 
affecting only small parts or the sensor surface, and working independently from the size of the affected region.  
Device 
The sensor consists of two electrically conductive layers, and an isolating layer in-between. The isolating layer is 
formed in a structured shape, including wholes. Applying pressure on the top, the layers will deform, causing an electri-
cal connection between the both conductive layers. 
Results 
We elaborated, realized and proofed the concept for two different sensor configurations.  
In first configuration the isolating layer is formed by a structure of intertwines columns, exhibiting a shift in the thresh-
old pressure value by increasing the affected region. Second configuration, based on a honeycombed isolating layer, 
provides a sensor response independent from the affected region.  
For detailed insight to sensor response and to optimize the isolating structures, the devices were simulated using FEM 
(COMSOL®). Adjustment of threshold value can be realized either by modifying the isolating structure or material. 
Conclusion 
A proof of concept for a pressure sensitive, area-independent threshold switch was realized in two different sensor de-
signs. The simple set up of the device makes it feasible to be integrated within large area single use devices or textiles, 
and therefore we expect this concept to be suitable to be used on OR-tables or hospital beds as an alarm system for de-
cubitus prophylaxes.  
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